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Abstract X-ray dose reduction in pediatrics is particularly
important because babies and children are very sensitive to
radiation exposure. We present new developments to
further decrease pediatric patient dose. With the help of
an advanced exposure control, a constant image quality can
be maintained for all patient sizes, leading to dose savings
for babies and children of up to 30%. Because objects of
interest are quite small and the speed of motion is high in
pediatric patients, short pulse widths down to 4 ms are
importanttoreducemotionblurringartifacts.Further,anew
noise-reduction algorithm is presented that detects and
processes signal and noise in different frequency bands,
generatingsmoothimageswithoutcontrastloss.Finally,we
introduce a super-resolution technique: two or more
medical images, which are shifted against each other in a
subpixel region, are combined to resolve structures smaller
than the size of a single pixel. Advanced exposure control,
short exposure times, noise reduction and super-resolution
provideimprovedimagequality,whichcanalsobeinvested
to save radiation exposure. All in all, the tools presented
hereofferalargepotentialtominimizethedeterministicand
stochastic risks of radiation exposure.
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Introduction
Because newborns and children are very sensitive to
radiation exposure, X-ray imaging systems and equipment
should be designed to reduce radiation dose for small
patients. The following state-of-the-art techniques are well
established: automatic exposure control, automatic prefilter
exchange, adjustable pulse frequency down to 0.5 frames
per second, radiation-free adjustment of the primary and
semitransparent collimators, object positioning without
radiation, measurement and display of the active area dose
product and the accumulated skin dose, removable grids,
and the option to store fluoro images.
Nevertheless, there is still potential for further dose
reductions. Advanced exposure controls can further reduce
patient radiation dose by varying detector doses. Short
pulse widths prevent motion blurring for small and fast-
moving objects. New algorithms can distinguish between
noise and signal, enabling them to amplify the signal and
reduce the noise. Finally, a super-resolution technique can
improve the image resolution beyond the pixel resolution.
Materials and methods
Advanced exposure control
Image quality is mainly dependent on the contrast and the
noise.Whereasthenoiseisdeterminedbythedetectordose,
the contrast is basically related to the X-ray spectrum used.
Hence, common X-ray systems maintain a constant tube
voltage and detector dose for pediatric patients of all sizes.
There are, however, further influences on the image quality.
NewbornsandchildrendonothardentheX-rayspectrumas
much as adults do, i.e., the loss of contrast due to patient
beam hardening is lower. Furthermore, scatter radiation is
highlydependentonpatientthickness;theamountofscatter
radiation in the case of newborns and children is smaller,
hence, contrast loss due to scatter radiation is less ex-
pressed.Anewlydevelopedexposurecontrolautomatically
handles these influences by optimizing the spectrum (tube
voltage and prefiltering) and the detector dose for every
patient thickness and for every requested image quality to
achieve the lowest possible patient dose. The optimization
is based on the calculations described by Bernhardt et al.
[1].
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High-speed motion caused by the heart beating, breathing,
or patient motion causes blurring, which is particularly
harmful for image quality if small objects are moving
quickly, as in pediatric patients. As the noise level in fluoro
is quite high, motion blurring cannot be eliminated by edge
enhancement via software. Short pulse widths are, there-
fore, the only method to minimize motion blurring artifacts
for fluoro and acquisition.
Noise-reduction algorithm
Noise reduction is one of the most challenging problems in
fluoroscopy. Intelligent image processing is more and more
ableto distinguishbetween signal andnoise,whichis alsoa
result of growing computational capabilities. Hence, the
signalcanbeamplified, whereas theamountofnoise canbe
reduced. New algorithms are based on Laplacian or
Gaussian pyramids, splitting the image into different fre-
quency bands. In each band the signal and the noise are
identified and treated individually. Finally all the processed
bands are combined to achieve an artifact-free, low-noise
image. This kind of image processing can be performed at a
frequency up to 30 frames per second.
Super-resolution technique
In pediatric patients, image resolution is of notable im-
portance. Resolution is mainly dependent on the focal spot
size and the pixel size of the detector. Resolution can be
improved by the super-resolution technique. Here, two or
more medical images that are translated, rotated and scaled
againsteachotherwithinatleastthesubpixeldimensionare
combined to resolve structures smaller than a single-detec-
tor pixel. These high-resolution images can help to reduce
the total radiation time during diagnosis and therapy be-
cause image quality is improved.
Super-resolution techniques are quite common in astron-
omy and military applications [2–4] but have not been
widely applied in the field of medical imaging [5].
The fundamental procedure for the creation of super-
resolution images is dependent upon the following
application:
1. Generate a sequence of low-resolution images showing
almost the same scene, whereby images are translated,
rotated or scaled against each other in the subpixel
dimension.
2. Calculate the registration parameters between these
low-resolution images with subpixel accuracy [2, 3].
3. Use these registered low-resolution images for the
reconstruction of one high-resolution image (super-
resolution image) [2, 3].
The main question surrounding the use of super-
resolution approaches for X-ray application is: How can
images that are shifted against each other be obtained on X-
ray systems? One easy way is to use a C-arm system and
move the detector toward the X-ray source during the
acquisition of a still patient. This change of the source–
image–receptor distance (SID) results in a pure scaling of
the images (see Fig. 1). This type of acquisition is well-
suited for any kind of anatomic structure.
A different way, which is especially useful for digital
subtractionangiography,istouseacommonDSAsequence
with contrast agent of the vascular system. Non-moving
anatomicalstructuresareeliminatedbysubtraction.Whatis
leftintheimageistheveryslightlymoving(duetotheblood
flow) vascular system with contrast agent—this movement
Fig. 1 Illustration of the use of a changed SID for the generation of
scaled images for super-resolution applications
Fig. 2 Major processing blocks of the noise-reduction algorithm
Fig. 3 Original image (left) and filtered image (right)
213is sufficient to apply super-resolution techniques. Finally,
the userhas to select aregion of interest asthe movement of
the complete vascular system in the images might be too
complex for today’s registration algorithms. In addition the
user must select a time period of the sequence where the
region of interest shows a rather constant level of contrast
agent.
Results and discussion
Advanced exposure control
The following general conclusions can be extracted from
the optimization:
– Detector dose can be decreased if the patient is smaller.
– Tube current should always be as large as possible. It is
better to reduce the patient dose by greater added
filtration, lower tube voltage or shorter exposure time.
If the advanced exposure control is configured to main-
tain a constant image quality for all patient sizes, the patient
dosecanbereducedfornewbornsandchildrenupto30%in
comparison to standard exposure controls, with constant
tube voltage and constant detector dose. Furthermore,
workflow with the advanced exposure control is straight-
forward, because the user selects an appropriate image
quality. The exposure settings (tube voltage, tube current,
exposure time, prefiltration) are then automatically chosen
by the system.
Short pulse widths
According to Bernhardt et al. [1], the optimal exposure
time can be calculated by
topt 
0:74d
m
;
where d is the object size and m is the speed of motion of
the object. In pediatrics, a typical guidewire with a diam-
Fig. 4 Results of the super-res-
olution approach on C-arm
systems. The upper image is one
of the 31 input images. The
lower row shows a magnified
cut-out of one of the original
input images (left) and the
resulting super-resolution image
(right)
Fig. 5 Super-resolution on DSA sequences. The upper image is one
of the 11 input images. The lower row shows a magnified cut-out of
one of the original input image (left) and the resulting super-
resolution image (right). Areas of special interest, where the super-
resolution images give additional information, are marked by circles
214eter of 0.3 mm and a speed of motion of 50 mm/s due to
heart beat results in an optimal exposure time of approx-
imately 4 ms. Hence, the exposure time of an X-ray system
in pediatrics should be configurable down to 4 ms to be
able to adapt the exposure control to the current workflow.
Noise-reduction algorithm
Becauseofbasicphysicalprinciples,low-doseX-rayimages
contain a large amount of quantum noise. This leads to a
significant reduction in the detectability of interesting struc-
tures such as small calcifications, fine vessels, guidewires
and stents. In addition, noise is annoying for the user. The
simplestwaytoreducequantumnoiseistoincreasedose,but
this is not always appropriate. Noise reduction by image
processingcanleadtoverysimilarresults.Insuchacase,itis
very important to avoid blurring the structures of interest.
Differentiation between signal and noise is fundamental.
Signalsshouldbeenhancedandnoisesmoothed;technically,
that means an increase in the contrast-to-noise ratio (CNR).
An example will provide better insight. Assume the signal
contrast can be kept constant and the noise (standard
deviation) is cut in half. This doubled CNR can alternatively
be achieved by quadrupling the dose (without noise
reduction by image processing).
A common technique for noise reduction is averaging
over multiple consecutive images (“temporal filtering”).
Unfortunately, this method is limited to static or slow-
moving image content. In cases of rapid movement, e.g., in
cardiac angiography, only pure “spatial” image processing
is applicable, i.e., every image is filtered separately.
Forthesespatialnoise-reductionalgorithmsa-prioriknowl-
edge has to be applied in order to reach differentiation
between signal and noise. The class of algorithms used here
employs a decomposition of the incoming original image
into several frequency bands. The resulting data structure is
called a Laplacian pyramid [6]. These band signals are
processed with filters of the same structure but with dif-
ferent parameter settings [7], thus reflecting the introduc-
tion of certain a-priori knowledge. The filtered band signals
are collected to reconstruct the output image (Fig. 2). By
appropriate parameter settings filter results can be reached,
as illustrated in Fig. 3.
Finally, it should be noted that the multiscale filtering
technique has the potential—besides the obvious dose-
saving—of enhancing application-specific details of the
image. This is very important, for example, for achieving a
display of soft tissue with a high gray level differentiation.
Super-resolution technique
We give two examples of the super-resolution technique.
The results for the variable SID on C-arm systems is shown
in Fig. 4. Out of 31 input images (upper image in Fig. 4)
available, one high-resolution (super-resolution) image
was calculated. The improvement in the spatial resolution
is clearly visible by means of the cut-out in the lower row
of Fig. 4.
The results for the approach on DSA sequences are
shown in Fig. 5. The upper image in Fig. 5 is one of the
images from the original DSA sequence. The region of
interest is shown by a rectangle. Because of the restriction
that the vessels have to show a constant level of contrast
agent, only 11 frames could be used for the calculation of
the super-resolution image. In the lower row of Fig. 5, the
left image shows the region of interest in the resolution of
the original image. The right image is the resulting super-
resolution image.
Conclusion
This paper presents new technologies to reduce pediatric
radiation doses: advanced exposure control, short exposure
times, new noise-reduction algorithms, and the super-
resolution technique. All these methods offer a large
potential to reduce the risks of radiation exposure.
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